
 

Field Safety No�ce Reply Form: Response Required 
Please complete this form 

 
Ref:  FSCA-23-09-19 
 
Our records indicate that you have received one or more Firefly Floorsi�ers manufactured before 
February 2018. Please fill out and return this Field Safety No�ce Reply Form. 
 
 

1. Do you currently possess any of the affected products? 
 

  YES   NO   
 

If your device has moved loca�on please specify the new loca�on below (or indicate if the 
device is no longer in use): 

 
 ______________________________________________________________ 
 

2. Have you further distributed any of the affected products to your customers? 
 

YES  NO 
 

If you answered yes, please check this box to confirm that you have no�fied these 
customers of the Field Safety Correc�ve Ac�on. 

 
 

3. Please enter your contact details in the table below, and sign to say that you have received 
and understood this Field Safety No�ce.  

 
 

Customer Name  

Organisa�on Name (if applicable)  

Title  

Contact phone No.  

Email address  

Date  
Signature 
  

Device Serial Number (begins LEC…)  
 
 

Please email this form to fsn@leckey.com or fax to +44(0) 2892 600799 


